This article describes the prototype of a new MAX-DOAS (multi-axis differential optical absorption spectroscopy) system built at "Dunarea de Jos" University of Galati (UGAL), Romania, and the first results of its use to observe NO2 content over Galati city (45.42° N, 28.04° E). The new equipment is a ground-based MAX-DOAS system capable of measuring the spatial distribution of DSCD (differential slant column densities) of several trace gases using horizontal and vertical observations. The new optic system, named UGAL-2-DOAS, is an in-house, low-cost, solution in comparison to the existing market of the MAX-DOAS systems. This paper describes the technical design and capabilities of the new MAX-DOAS instrument. The UGAL-2D-DOAS system was tested in April and June 2017 in Galati city. Measurements over three days were selected for the present manuscript. Full azimuthal (0-360°), local celestial meridian observations and other elevation angle sequence measurements (e.g., E-W) were performed. We found that the new MAX-DOAS system is able to detect diurnal variation and the local source emissions of NO2 from the urban environment. Also, we present concomitant zenith-sky car-DOAS observations measurements around the location of the new MAX-DOAS instrument. Comparing the horizontal scanning sequence of the new developed instrument with the mobile DOAS observations, we found that both systems can indicate and detect the same NO2 sources.
Introduction
The differential optical absorption spectroscopy (DOAS) technique is a remote-sensing detection method that uses scattered light to retrieve information about the abundance of several trace gases in the lower layers of the atmosphere. This measurement technique uses the transmitted ultravioletvisible (UV-Vis) signal in active (artificial light source) and passive (natural sources e.g., Sun) applications. The first use of passive UV-Vis spectroscopy for measurements of atmospheric O3 using a single spectral domain in zenith observations was performed by Dobson and Harrison in 1925 [1, 2] . Early DOAS experiments used zenith-sky geometry for retrieving information about trace gases and aerosols in the troposphere and stratosphere [3] . Multiple axes were used initially in DOAS observations of tropospheric BrO and profiles of NO2 [4, 5] . The DOAS method enables the detection of trace-gases species like O3, NO2, SO2, HCHO, BrO, IO, OClO and O4 [4] [5] [6] [7] [8] [9] [10] . The combination between a large range of horizontal and vertical viewing directions led to a new DOAS technique, called MAX-DOAS (multi-axis differential optical absorption spectroscopy) [4, 11] .
The MAX-DOAS technique is an important remote-sensing measurement method which provides key information regarding vertical and horizontal distribution of atmospheric trace gases and aerosols [12] . The observations based on MAX-DOAS technique are spectra of the scattered sunlight recorded at different elevation angles or azimuthal directions, which can be used to calculate the abundance of atmospheric trace gases, based on the Beer-Lambert law [13] [14] [15] [16] [17] [18] [19] [20] . Over the past two decades, the MAX-DOAS technique [9, 11, 13, 15, 16] has been used for atmospheric measurements as ground-based static or mobile observations. The MAX-DOAS observations can be performed using static or mobile observations from cars, unmanned aerial vehicles (UAV), ships, airplanes, etc. [21] [22] [23] [24] .
A mobile DOAS technique implemented as car-DOAS observations can be used for highresolution horizontal observations of tropospheric NO2 and other trace gases. Car-DOAS observations have been used for quantification of total emissions from urban or industrial emission sources [25, 26] , comparisons with satellite observations [27] [28] [29] , validation of airborne DOAS measurements [30, 31] and for comparisons with model simulations [29, 32] . Also, car-DOAS measurements have recently been used for comparison with in situ measurements [33] .
This paper describes a new MAX-DOAS instrument developed in-house at the "Dunarea de Jos" University of Galati (UGAL) and the first MAX-DOAS measurements of the NO2 slant column over Galati city, Romania. The new instrument is considered a low-cost instrument due to the fact that the only expensive component of the system is the UV-Vis spectrometer. Also, a comparison between the observations of the new MAX-DOAS instrument and a zenith-sky car-DOAS system is presented. The work is organized as follows: data and methodology are described in Section 2, results and discussions are presented in Section 3, while Section 4 is dedicated to conclusions.
Methods and Data

Instrument Description
The new MAX-DOAS system, called UGAL-2D-DOAS, was developed in 2016-2017 at "Dunarea de Jos" University of Galati, Faculty of Science and Environment. Figure 1 shows the MAX-DOAS prototype mounted on a tripod, performing measurements at the experimental site (45.44° N, 28.05° E) on 11 April 2017.
The measurement principle, which is similar to other MAX-DOAS instruments [34] , is outlined in Figure 2a ,b. The system can be used in two scanning modes: horizontal scanning mode (HSM), and vertical scanning mode (VSM). The horizontal scanning mode is capable to perform full azimuthal (0-360°) observations, while the vertical scanning is able to perform local celestial meridian observations and other elevation angle sequence observations. (2) radiation rays; (3) pollution plumes; (4) pollution sources; (5) field of view (FOV) of the device; (6) multi-axis differential optical absorption spectroscopy (MAX-DOAS) system. (b) Components and main characteristics of the scanning mode: (7) . horizontal axis, (8) viewing angle (9) observațion direction, Figure 2b shows the main characteristics of the scanning mode and components. The components of the new MAX-DOAS system are presented in Figure 2b . The body (12) houses the electronic elements of the device. The UV-Vis spectrometer (13) is the main component of the new MAX-DOAS system. A description of the main components of the UGAL-2D-DOAS system, as presented in Figure 2 , are shown in Table 1 . The UV-Vis spectrometer is an non-cooled Avantes AvaSpec-ULS2048 grating spectrometer, according to the manufacturer this spectrometer is the best
option when looking for a cost-effective and highly sensitive spectrometer. Table 2 presents the main technical characteristics of the Avantes UV-Vis spectrometer. Micro Controler Board Arduino UNO * Identification number as presented in Figure 2 . The Avantes AvaSpec-ULS2048 UV-Vis spectrometer is ideal for spectral detection of several atmospheric pollutants such as: NO2, SO2, or CH2O. This spectrometer was used during several experiments performed in Romania or international DOAS field campaigns such as AROMAT (Airborne Romanian Measurements of Aerosols and Trace gases) and AROMAPEX [23, 24, 30, 35] .
The system presented in this work is not waterproof but the spectrometer and control unit can be used indoors through a longer fiber optic and controlled through longer USB cables. Thus the system could be used for longer periods or in relatively bad weather conditions. The UGAL-2D-DOAS system is designed mainly for short-term DOAS field campaigns. Some similarities with other MAX-DOAS instruments, e.g., the CU 2-D-MAX-DOAS of Ortega et al. 2011 [34, 36] do exist, but the main differences are related to the type of spectrometer used, telescope system and operation modes. The UGAL-2D-DOAS system can be set manually only to a single elevation angle during the azimuthal observations.
Observation Site
The new MAX-DOAS instrument was installed on the building rooftop of the Faculty of Science and Environment, Galati (Figure 3 ). This building is one of the highest in the observation area (35 m above ground) and no obstacles were encountered during the measurements. The city of Galati is located in South-East of Romania, has a population of ~250,000 inhabitants and a surface of ~250 km 2 . The major pollution sources are a steel factory and an oil factory (whose locations are shown in Figure  3 ) and road traffic [37] [38] [39] . Galati can be rated as a medium polluted city, where the maximum tropospheric NO2 vertical column density (VCD) content measured, e.g., by a mobile DOAS system, is ~1.5 × 10 16 molec./cm 2 . This value was recorded around the industrial area, located in the SW of Galati city [23, 27] . 
Spectral Analysis
The DOAS technique uses UV-Vis scattered light as base for the retrieval of atmospheric trace gases content. The QDOAS software [41] was used to retrieve the information about the NO2 content from all the spectra recorded by the new UGAL-2D-DOAS system. The QDOAS is a free and open source software which was used in many DOAS applications and studies [24, 27] . Table 3 presents the QDOAS settings used during the spectral analysis. The wavelength calibration was performed using a highly resolved solar spectrum [42] . The output of the spectral analysis is a differential slant column density (DSCD), which usually is expressed in molecules/cm 2 . The DSCD (Equation (1)) is basically the difference between the measured spectra (SCDmeas) and the reference spectra (SCDref) [27] . SCDref is represented by a spectra recorded in zenith geometry under clear sky conditions at noon, for each day when measurements using the UGAL-2D-DOAS were performed. All the measurements presented in this work were performed under clear sky conditions. Figure 4 
Results and Discussions
Horizontal Scanning Mode (HSM)
The first experiment using the UGAL-2D-DOAS system was conducted under the HSM (azimuthal observations) on 11 April 2017. The full azimuthal observations (0-360°) started from the North (0°), with a step of 9°, under 0° elevation during all tests. To validate and check the scanning sequence, after performing a full azimuthal scan, we performed several horizontal observations by blocking the starting point of the scan (0°) with a black block (BBox, 3 × 3 cm) placed at 5 cm in front of the MAX-DOAS telescope. After the first full azimuthal scanning, a second HSM was performed removing the BBox. Figure 5 shows the results of the with/without BBox experiment. Also, Figure 5 gives information about wind directions and velocity, which comes from the automatic weather station (Davis Vantage Pro2) located in the campus university of Galati city (45.44° N, 28.05° E). The weather station is located at 37 m height and acquires data every 10 min. During several horizontal scans we observed that each time, for the same position (0°), the new the MAX-DOAS instrument indicates mostly the dark current when the BBox was used. Because of the low wind conditions, and no important active NO2 sources, the NO2 DSCD is almost evenly distributed on the scan without the BBox (red line in Figure 5 ). The second scan, which includes the BBox, shows a variation of NO2 DSCD located in the SE of the city, corresponding to a vegetable oil factory. The average values of the NO2 DSCD recorded a range between 3-4 × 10 16 molec./cm 2 . Figure 6 shows the NO2 DSCD obtained from other two full HSM performed on 3 June 2017, at 14.00 and 15.00 local time (LT). During this experiment the wind was blowing from NE, and had an average speed of 8 m/s. A significant NO2 content was detected by the UGAL-2D-DOAS system, 230-240° from North. The first NO2 DSCD peak, recorded from 14 LT, account 4.97 × 10 16 molec./cm 2 , while the second NO2 DSCD peak, recorded from 15 LT, account 3.97 × 10 16 molec./cm 2 . This high amount of NO2 may be caused by the emissions of the steel factory, an important NO2 source, located SW of the position of our MAX-DOAS instrument. The average NO2 DSCD was around 1.5 × 10 16 molec./cm 2 during the entire scan except the sector where the plume is observed. A reduction from the average NO2 content is observed towards NE, which can be associated with the less polluted area from NE, where only agricultural fields exist over a large area. This is supported by the very low NO2 amount (>10 16 molec./cm 2 ) in almost all directions except SW. 
Vertical Scanning Mode (VSM)
This section presents the results of elevation angle (VSM) sequence observations, which includes local celestial meridian observations. Figure 7 shows results of the NO2 DSCD measurements resulting from scans performed on 3 June 2017 in the VSM (local celestial meridian observations) that started at 12 LT, respective 13 LT. The MAX-DOAS instrument starts from North (i.e., 0°) and moves with a step-sequence of 9° to the South (180°), the 90° angle represents the zenith. The NO2 content does not change during the two scans over the zenith sequence because the Sun is close to the time when reach its highest point in the sky. Also, Figure 7b shows the variation of O4 DSCD detected during the celestial meridian observations performed on 3 June 2017. The NO2 DSCD is clearly highest at 6 LT, with an average value per VSM sequence of about 2.92 × 10 16 molec./cm 2 and constantly decreasing with time to a value of 1.98 × 10 16 molec./cm 2 at 9 LT, which is a consequence of the Solar Zenith Angle change. This was observed in both VSM observations (E-W and N-S), and confirms the capability of the instrument to detect relatively small variations of the NO2 DSCD in any direction. Also, Figure 8 show that the instrument is detecting almost the same values for the zenith observations, for both E-W and N-S scans, e.g., at 6 LT was observed 1.68 × 10 16 molec./cm 2 for E-W scan, versus 1.64 × 10 16 molec./cm 2 in N-S scan, and similar differences for the other three hours of observations. The small difference between the recorded values is caused by the rapid ascending of the Sun that occur at the time when the instrument was placed in order to perform scans in one direction (N-S) compared to the other (E-W). 
Comparison with Complementary Car Differential Optical Absorption Spectroscopy (Car-DOAS) Measurements
The NO2 DSCD obtained from the measurements performed in HSM, using the UGAL-2D-DOAS system, were compared against the measurements obtained with a mobile-DOAS system. The results of the UGAL-2D-DOAS obtained using the HSM were improved by using a smaller integration time per determination, which allowed a full scan sequence in 4 min as can be seen in Table 2 . The mobile system is a zenith-sky DOAS mounted on a car, whose results were validated through many studies and measurement campaigns [27, 35] . Experiments involving the UGAL-2D-DOAS equipment and the mobile car-DOAS were made on 21 June 2017, between 12-14 LT. The first equipment worked in the HSM, while the latter measured the DSCD along some of the main traffic lanes in Galati, in an area surrounding the stationary UGAL-2-DOAS system. Figure 10 shows the position on the map of the stationary system (black star), considered as the reference point of the map, and the trajectory of the mobile DOAS system during intervals shown in Figure 9a -f, together with the corresponding NO2 DSCD. We aim here only at a qualitative comparison, and not at a point by point comparison, since large differences between absolute values of NO2 columns measured by the two systems are normal: the azimuthal measurements of UGAL-2-DOAS integrate the horizontal distribution of NO2 while the mobile, zenith-sky MAX-DOAS measurements integrate the vertical distribution of NO2.
During the first interval (12:22-12:30), the mobile DOAS detected high DSCDs (of about 3.5-4 × 10 15 molec./cm −2 ) around the SE and to the W-NW of the stationary system. Also, smaller increases of the DSCD are seen along the streets N-NNW of the stationary system (of about 2.5 × 10 15 molec./cm −2 ). The maxima observed by the car-DOAS are similar to what UGAL-2D-DOAS observed. However, the plume observed by the stationary system is not seen in the car-DOAS results because the car did not reach any street to the East of the stationary system. However, measurements done at later times and a visual inspection of the horizon (see photo in the Appendix A) suggest that the plume is caused by emissions of a point source which is the oil factory, showed in the map by the purple diamond in Figure 10 . The traffic for first track, especially for the streets in the NW part of the map, is not crowded, thus there is no clear explanation for the peak in NO2 along these streets. One cause may be that some wind gust, blowing from the SE carried some of the oil-factory emissions to the western part of the city. Unfortunately we do not have minute-resolution wind measurements to confirm this assumption. colors, corresponding to time intervals when the UGAL-2D-DOAS system was scanning. The location of the UGAL-2-DOAS system and of the oil factory are also shown; note that the position of the steel factory, which is ~6 km away, cannot be included here for the sake of clarity of mobile DOAS resolution; (the map was created using ArcGIS v10.4).
During the second interval of the mobile observations (12:56-13:05) the plume detected by UGAL-2D-DOAS over the SE is clearly supported by zenith-sky car-DOAS observations which give DSCDs around 4 × 10 15 molec./cm −2 , which is the highest NO2 amount detected by mobile DOAS on 21 June 2017. The traffic here is not particularly high, thus the increased NO2 content can be mostly attributed to the oil factory. Interestingly, during the last interval (13:23-13:38) the mobile DOAS observations support both DSCD peaks observed by the UGAL-2-DOAS as shown in Figure 8e ,f: the NO2 content is higher to SE (which may be the result of emissions of the oil factory) and WSW of the stationary DOAS system. The latter pollution increase may be due to emissions from the steel factory (whose position is not included here for the sake of clarity of mobile DOAS resolution, but is shown in Figure 3 ).
Conclusions
We described here a low-cost MAX-DOAS system, developed at the "Dunarea de Jos" University of Galati, Romania, named UGAL-2D-DOAS. The new MAX-DOAS system was developed to measure atmospheric NO2 and other several trace gas content, being designed mainly for short-term DOAS field campaigns. The new MAX-DOAS instrument is able to perform measurements using full azimuthal (HSM, 0-360°), celestial meridian observations, and other elevation angle sequences (VSM, 0-180°). The capabilities of the equipment were tested (1) using both scanning modes and (2) comparing the MAX-DOAS observations with measurements of a reliable zenith-sky DOAS system. We found that the new MAX-DOAS system is able to detect diurnal variation or local NO2 urban or industrial emissions, when being used under 360° azimuthal mode (HSM) and celestial meridian observation or other elevation angle sequence (e.g., VSM by E-W). The NO2 DSCD retrieved from the UGAL-2D-DOAS system was compared to coincident NO2 DSCD measurements performed by a zenith-sky car-DOAS equipment, in the area surrounding the location of the static MAX-DOAS instrument. Comparisons between results of the two DOAS systems have shown that the new MAX-DOAS instrument can identify NO2 hot-spots and variability at a range of at least 1 km.
We found that our system can detect and quantify NO2 atmospheric content, but the determination of concentrations requires a more complex approach that will be included in future studies. The calculation of the vertical column density (VCD) and the associated air mass factor (AMF) will be part of future work. Also, the new MAX-DOAS instrument will be tested in future national and international DOAS campaigns. The major advantage of the in-house equipment is that the new optic system is a low-cost solution against the existing market of the MAX-DOAS systems, considering that main costs are represented by the UV-Vis spectrometer. 
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